[Design of a digital respiratory inductive plethysmography system].
A new type of respiratory inductive plethysmography (RIP) has keen designed based on digital demodulation technique with equal relative error. Compared with former amplitude demodulation, digital modulation RIP can obtain more accurate measurements of respiration and reduce the signal interference and distortion. But the system's power consumption is still a problem which needs to be solved in the future design.